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The environmental benefits of green roofs have been widely recognized. In recent 
years, increasing attention has been paid to moisture management in the green 
roof systems. The moisture in the green roof has an influence on its thermal and 
hydrological performances. An accurate measurement of water content in green 
roof substrate is important for irrigation monitoring, optimal irrigation manage-
ment, and plant growth. Knowing the performance and characteristics of the sen-
sor for the chosen substrate layer in a green roof system is essential. This paper 
presents laboratory calibration of the capacitive moisture sensor in two types of 
the green roof substrate layer. The volumetric water content of several mineral 
wool and soil samples, with the water content from low until saturated, were 
measured using the gravimetric method and related to frequency obtained by the 
sensor. The results have shown that the capacitive moisture sensor has a good 
response to water content variation.  
Keywords: capacitive sensor, mineral wool, moisture measurement, 
soil, green roof 
Introduction 
Water content is one of the most important measured properties in climate research, 
environmental science, agriculture, and several industries, including electronics, pharmaceuti-
cal, food, etc. Therefore, precise and reliable measurement of water content is essential in a 
wide range of scientific and technical fields. Over the last years, increasing attention has been 
paid to moisture management in the green roof systems. The environmental benefits of green 
roofs have been widely recognized. They reduce air pollution [1], energy consumption [2], 
urban heat island effect [3], and stormwater runoff [4]. The properties of green roof substrate 
are essential for achieving benefits that a green roof can give. The optimum green roof sub-
strate needs to be lightweight, chemically stable, well-aerated, free draining, and able to sup-
ply water and nutrients to plants [5]. The moisture in green roof substrate has a vital role in 
the following processes: photosynthesis, transpiration, seed germination, plant growth, plant 
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physiological health, and productivity. Water and dissolved mineral nutrients are absorbed 
from the substrate by plant roots and transported to the leaves through the plant tissues. 
Therefore, the lack of water in a green roof substrate effects on plant size and nutrition. How-
ever, too much water affects various metabolic processes inside a plant cell and causes the 
rotting of roots due to anaerobic conditions. 
Mineral wool is a widely used material for thermal insulation in civil engineering. In 
extensive green roof systems, hydrophilic mineral wool is used as a soil substrate substitute. 
Hydrophilic mineral wool is a non-flammable lightweight, easy to install material that in-
creases green roof water retention capacity. Mineral wool green roof substrates are several 
times lighter than other green roof substrates. Therefore, it is possible to install lightweight 
green roof systems with mineral wool in old buildings, where only minimum roof loads are 
allowed. Precise and reliable water content measurement of the substrate layer in a green roof 
system leads to an accurate determination of its thermal and hydrological performances. In 
addition, continuous monitoring of water content in green roofs is important for irrigation 
monitoring and optimal irrigation management, especially in semi-arid climates. Commonly, 
the automatic irrigation system for the green roof is connected with a rainfall sensor to pre-
vent irrigation during precipitation events and equipped with a substrate moisture sensor to 
apply irrigation based on water requirements. Currently, there is a lack of research regarding 
the accuracy of different methods for moisture measurement in green roof substrates [6-8]. 
Moisture measuring methods 
Various methods have been developed for measuring moisture in porous materials 
under laboratory conditions and moisture monitoring on the site. Classification, adopted pre-
viously by others, sets the existing methods of the water content determination into the fol-
lowing categories: gravimetric, nuclear-based, electromagnetic, tensiometer-based, hygromet-
ric, and remote sensing processes [9, 10]. The gravimetric method also referred to as the 
thermo-gravimetric method, is the oldest, direct method for moisture measurement. This 
commonly used method for moisture measurement consists of comparing the sample weight 
before and after draying the sample in the oven to a constant weight. It is presumed that calcu-
lated weight loss is entirely due to water evaporation. This method is low cost and precise, 
however, it is destructive, labor intensive, time-consuming, and suitable only for laboratory 
applications. Neutron Scattering, Gamma Attenuation, and Nuclear Magnetic Resonance are 
nuclear-based methods. These methods are accurate and non-destructive, nevertheless, the 
high cost, the requirement of a certificate to operate, and radiation hazard limit the applicabil-
ity on the site. 
The study of dielectrics has revealed that water content can be determined using the 
properties of electromagnetic waves. Water’s permanent dipole moment is high in comparison 
with other materials and as such water has a high dielectric constant of 80, while other soil 
constituents have dielectric constants of less than 5 when measured between 30 MHz and 1 
GHz. In a mixture of water and dry soil, the resulting dielectric constant is between these two 
extremes, thus offering a mechanism for detecting the water content in the soil [11]. The re-
sistive sensor, the capacitive sensor, the time domain reflectometry (TDR), and the frequency 
domain reflectometry (FDR) are the most commonly used sensors based on an electromagnet-
ic technique. The TDR determines the dielectric constant of an object using an electromagnet-
ic pulse, which is transmitted into the soil through a probe, buried in the soil. From the re-
flected signal, the propagation velocity can be calculated. The FDR is similar to TDR but 
estimates soil water content through measuring changes in the frequency of a signal as a result 
Kostadinović, D. M., et al.: Smart Capacitive Moisture Sensor Calibration in … 
THERMAL SCIENCE: Year 2021, Vol. 25, No. 3A, pp. 1827-1836 1829 
 
of soil dielectric properties [12]. The main advantage of both methods is that they are non-
destructive, but in comparison with TDR, FDR can provide less accurate results due to sensi-
tivity to soil characteristics. 
The primary method for measuring capillary tension in soil involves the use of the 
tensiometer, which directly measures matric potential. The main disadvantage of the tensiom-
eter is that it functions only from zero to approximately –0.8 bar, which represents a small 
part of the entire range of available water. The lower water limit for the good growth of most 
plants is beyond the tensiometer range, therefore this method is not applicable for green roofs. 
Electrical resistance hydrometers that utilize chemical salts and acids, aluminum oxide, elec-
trolysis, thermal principles, and white hydrosol are used to measure relative humidity. Since 
the thermal inertia of a porous medium depends on water content, soil surface temperature 
can be used as an indication of water content. The measured resistance of the resistive ele-
ment is a function of relative humidity. The hydrometers comprise a complex and expensive 
system, impractical for onsite usage. 
Ground Penetrating Radar (GPR) is based on the same principle as TDR, but the 
measurements can be taken without direct contact between the sensor and the soil. It uses 
electromagnetic energy with frequencies generally varies between 50 and 1200 MHz to image 
the subsurface [13]. The GPR is an unfitting method for saline soils, where penetration depths 
are typically less than 25 cm. Satellite remote sensing provides soil moisture observations 
globally and in larger areas, so it is more suitable for hydrological studies. The most common-
ly used devices are capacitance sensors, which will be further discussed thoroughly.  
Capacitive moisture sensors 
Previously mentioned methods for water content measurement have some limita-
tions in terms of practical application. Typically they are expensive, invasive, labor intensive, 
and time consuming or have potential health risks like nuclear-based methods. Among the 
sensor types available on the market, capacitive moisture sensors offer numerous advantages 
associated with cost, time, and possibility of measurement automation. These moisture sen-
sors are suitable for non-invasive, frequent moisture measurement in different porous materi-
als. In the last decades, capacitive moisture sensors have found their applications in a wide 
range of technical fields [14-16]. This moisture sensor type is also used to estimate the water 
content of agricultural products like grains [17] and for monitoring of soil water content in 
order to optimize the irrigation [18]. Capacitive sensors are relatively simple compared to RF-
based techniques and do not have health risks compared to radiation-based methods. Further-
more, they do not require direct exposure of the metal electrodes, which decrease the erosion 
of the electrodes, compared with resistive sensors. 
To understand the performance and adjust accuracy expectations of capacitor type 
moisture sensors, some basic operating principles should be revised. A classical image, fig. 1, 
of two closely spaced, parallel metal plate electrodes with connection wires is well-suited for 
the consideration.  
Upon switching the connection selector from neutral (B) to (A) position, the plates 
will, provided by the source of voltage, V, become loaded with the same quantity of the elec-
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where S is the surface of a plate, d – the 
distance between the pair, and  – the 
static permittivity of the medium, de-
pendant on the type of medium. 
The permittivity in a vacuum is 
known constant 0 ≈ 8.85·10
–12
 F/m, 
while the value of  for any other dielec-
tric medium is greater than 0, and is 
generally dependable on the temperature 
and frequency of the electric field. Non-
dimensional r, called relative dielectric 
constant or relative permittivity, is de-
fined as the permittivity of a dielectric 







             (2) 
Polarized dipoles in the structure of dielectric get oriented in such a manner to neu-
tralize the external electric field as much as possible, and the value of r reflects their effec-
tiveness. Materials with a higher relative permittivity have higher insulating properties than a 
material with a lower relative permittivity. Moisture sensors based on the capacitance princi-
ple indirectly measure the water content of the material by measuring the change in relative 
permittivity of material and hence the change in capacitance. Water has a high relative permit-
tivity (80 at 20 ºC) in comparison to air – 1, solid components of the soil – 2-5, and dry min-
eral wool it is around – 2. Therefore, small changes in the water content of these materials 
mean considerable changes in their relative permittivity. Switching the selector to a position 
(C) would make the circuit of charged capacitor and coil (of fixed inductance, L) to oscillate 




                      (3) 
Since it is fairly easy to accurately measure a sinusoidal frequency or its period, by 






                        (4) 
and T (or frequency, f = 1/T) it is possible to calculate the percentage of water in the capacitor. 
It should be emphasized that the capacitance of the soil is a not a simple function of the water 
content, it also depends on the soil temperature, texture, and electrical conductivity [19, 20]. 
Contact conditions and an air-gap between the capacitive sensor and the soil can affect the 
sensor readings and accuracy of moisture measurements [21]. In addition, sensor-to-sensor 
variability can lead to errors in moisture determination with capacitance sensors [22]. The 
moisture sensors require substrate-specific calibrations due to the different properties of the 
substrates that influence sensor readings. Since the capacitive moisture sensors measure the 
change in frequency due to the change in permeability, sensor calibration against a gravimet-
ric method has to be performed. 
Figure 1. Schematic diagram of a parallel 
plate capacitor 
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There is a need for an accurate, non-destructive, and low-cost sensor for in-situ wa-
ter content measurement in green roof systems. Since extensive green roof substrate is only 
about 4 cm thick, the dimensions of moisture sensor to be installed are limited. The majority 
of commercial moisture sensors are planned to be applied in agriculture and are unsuitable for 
the substrate layer in extensive green roof systems, due to sensor shape and length. There is a 
lack of research regarding the accuracy of moisture sensors in green roofs especially in green 
roofs with a mineral wool substrate. This paper describes how to develop and evaluate cali-
bration equations of sensor frequency and water content in mineral wool and soil substrate for 
green roof systems. The obtained calibration equation of the smart capacitive sensor will be 
used in further research of the green roof system with mineral wool and soil substrate layer. 
Measurements 
Two types of substrate were chosen for this experiment, the mineral wool and com-
mercially available Compost soil obtained from a local producer. The water content in sub-
strates was determined, according to standard SRPS EN ISO 12570:2009 [23]. This method 
consists of sample material weight measuring before drying, drying it to constant weight, and 
finding the loss in sample weight after oven drying. Mineral wool samples having dimensions 
of 16 × 16 × 4 cm and a density of 50 kg/m
3
, and 500 g of soil were packed in containers of 
known volume. The soil was sieved through a 2 mm mesh to remove aggregated soil clumps. 
The mineral wool and soil were first oven-dried at 105 ºC and 80 ºC, respectively, for 24 
hours to remove water, and then cooled to room temperature. For soil with high organic mat-
ter, it is recommended that drying temperature does not exceed 80 °C [24]. Mineral wool and 
soil samples with different water contents were prepared by adjusting the water content grav-
imetrically, to achieve water content from low to high until saturated. For each substrate type, 
the measurements campaign was performed for five volumetric water contents. 
Starting from the oven-dried samples, a known amount of distilled water was added 
incrementally. The soil was well mixed to ensure homogenous water distribution. Then the 
containers were covered with plastic wrappings to avoid water loss and left for 24 hours to 
ensure a homogenous state. Frequency in mineral wool and soil was measured using a smart 
capacitive sensor for continuous moisture measurement, shown in fig. 2. The sensor was in-
serted vertically in the middle of the samples, so distances to the edges of the container were 
sufficiently large, to capture the entire zone of sensor influence. Full contact between the 
sensor and the substrates was achieved to prevent air-gaps around the sensor. A combination 
Figure 2. (a) Smart capacitive moisture sensor, (b) moisture measurement in the mineral wool sample, 
and (c) moisture measurement in the soil sample 
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of mineral wool, air, and water is yet further away from an ideal homogenous material than 
any type of soil. The frequency was continuously measured until it reaches the stabilized val-
ue, with an interval of 1 minute and recorded on a computer. Before each sample measure-
ment, the sensor probe was cleaned and normalized by recording the readings in the indoor 
air. 
After frequency measurement, the samples were weighed on a digital lab scale with 
an accuracy of 0.01 g, and the weight of wet samples was recorded. Finally, the samples were 
oven dried to a constant mass at 105 ºC and 80 ºC, respectively. Water can evaporate from the 
wet samples and can be picked up by the drier ones causing an error in weighing, due to a 
temporary increase in water content. Therefore, each sample was separately dried in the oven. 
After oven drying, the samples were placed into desiccators until their temperatures were 
cooled to approximately 30 °C, and then reweighed. Maintaining a consistent environment is 
essential to ensure accurate and reliable measurements. The measurements were conducted in 
laboratory conditions with an air temperature of 23±1 °C and relative humidity of approxi-
mately 55%. The water content may be expressed by weight (gravimetric water content) as 
the ratio of the weight of water to the weight of the dry sample. The gravimetric water content 







         (5) 
The water content may be expressed by volume (volumetric water content) as the ra-
tio of water volume per volume of the dry sample. The conversion into a volumetric equiva-
lent can be done by multiplying the gravimetric water content by the dry bulk density of the 






      (6) 
Often, GWC and VWC are expressed as a percentage rather than a fraction. 
Results and discussion 
Both calibration sessions, with the mineral wool and Compost soil samples, aimed at 
providing a medium-specific relation of the capacitance sensor output frequency versus vol-
umetric water content, were done at five measurement points. For both materials, the model 
that better fits calibration points is graphically presented, along with 95% confidence inter-
vals. The obtained model, which describes the relation between the volumetric water content 
in mineral wool and the sensor output frequency, is given in a form of the second-order poly-
nomial and displayed on the fig. 3. It is apparent that output frequency gets higher for dryer 
samples, as it is theoretically expected, close to the value of oscillating frequency obtained in 
the indoor air. 
As the calibration curve was formed based on the measurement series, a 95% confi-
dence interval was formed for it. The goal of forming this interval is to establish the range in 
which the points of the series should be found with a probability of 95%. The lower and upper 
limits of this interval are obtained basically by shifting the calibration curve by –0.0990 and 
+0.0990, respectively. High values of determination coefficient, R
2
, and adjusted determina-
tion coefficient, adjusted R
2
, as well as the low value of root mean square error (RMSE), pre-
sented in tab.1, indicate good representativeness of the proposed model. The adjusted coeffi-
cient of determination shows that 94.70% of the variability of the mineral wool moisture is 
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described by the model, while the average absolute deviation of the observed from the predic-
tive values is small and amounts to 5.14%. These values confirm that the calibration curve 
model fits the obtained measurement values well. 
 
The second model that describes the basic relationship between the mineral wool 
water content and the sensor output frequency, also presented in tab.1, is a linear function. 
Although this model doesn't provide as good approximation of the measurement data as the 
first one, it suites well to indicate the interdependence of observed phenomena. As the value 
of the linear slope suggests, an increase of the sensor output frequency by 1 kHz roughly cor-





. The following graph, fig. 4, presents the model based on calibration points for the 
sensor output frequency and volumetric water content in Compost soil as well as the 95% 
confidence interval of the obtained curve. 
The third-order polynomial is chosen, whose coefficients are given in the tab. 2. 
Considering the high value of adjusted R
2
 = 99.68% and a low value of RMSE = 1.11%, a 
good fit of the curve to the measurement data is indicated. The lower and upper limits of the 
95% confidence interval are shifted by –0.0412 and +0.0412 from the calibration curve, re-
Table 1. Parameters of calibration functions (mineral wool) 
Volumetric water content 
in mineral wool 
Function (2rd order polynomial) 
y = ax2 + bx + s 
y = VWC 
x = f 
a = –4.34375·10–5 
b = 6.72407·10–3 
c = 467303·10–1 
R2 0.9602 
Adjusted R2 0.9470 
RMSE 0.0514 
Confidence level (95%) 0.0990 
Function (linear) 
y = ax + b 
y = VWC 
x = f 
a = –4.62892·10–3 
b = 1.0748 
R2 0.8570 
Adjusted R2 0.8093 
RMSE 46.6580 
Figure 3. Sensor measurements and calibration curve in mineral wool 
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spectively. Based on the linear model presented in the table below, a decrease of the volumet-




 corresponds to the output sen-
















Water content in green roof substrate is a significant factor that has an influence on 
its thermal and hydrological performances. In this paper, with the objective of calibrating 
smart capacitive moisture sensor to work in a two substrate type for the green roof (mineral 
wool and Compost soil), calibration curves have been obtained. Obtained results indicated 
that calibration equations developed for the mineral wool and Compost soil were second and 
third order polynomial, respectively. According to the obtained results, the coefficient of de-
termination, R
2
, and the adjusted determination coefficient, adjusted R
2
, were 0.9602 and 
0.9470 for mineral wool and 0.9976 and 0.9968 for soil, indicating that models for calibration 
curves fit the obtained measurement values well. They were significantly correlated, with a 
small RMSE (5.14% for mineral wool and 1.11% for soil), suggesting that capacitive mois-
ture sensor has good response to water content variation in mineral wool and soil samples. 
Table 2. Parameters of calibration functions (Compost soil) 
Volumetric water content 
in Compost soil 
Function (3rd order polynomial) 
y = ax3 + bx2 + cx + d 
y = VWC 
x = f 
a = –2.87773·10–7 
b = 8.99455·10–5 
c = –1.00688·10–2 
d = 0.894103 
R2 0.9976 
Adjusted R2 0.9968 
RMSE 0.0111 
Confidence Level (95%) 0.04122 
Function (linear) 
y = ax + b 
y = VWC 
x = f 
a = –2.93413·10–3 
b = 8.20526·10–1 
R2 0.9238 
Adjusted R2 0.8984 
RMSE 0.0622 
Figure 4. Sensor measurements and calibration curve in Compost soil 
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Obtained calibration equations will be applied to the reading of the sensor in contin-
uing green roof research. The moisture sensor performance was verified in the laboratory 
conditions. Therefore, in situ sensor calibration under environmental conditions is required. 
Also, the influence of substrate temperature variations on sensor output should be considered 
in further research. 
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Nomenclature
C – capacitance [F] 
F – frequency [kHz] 
GWC – gravimetric water content [kgwater/kgdry] 
mdry – dry sample mass [kg] 
mwet – wet sample mass [kg] 
VWC – volumetric water content [cm3/cm3] 
Greek symbols 
b – dry bulk density [kgm
–3] 
w – water density [kgm
–3] 
Subscripts 
b – bulk  





[1] Tan, Y., Sia A., A Pilot Green Roof Research Project in Singapore, Proceedings, 3rd North American 
Green Roof Conference: Greening Rooftops for Sustainable Communities, Washington DC, 2005 
[2] Spalaa, A., et al., On the Green Roof System. Selection, State of the Art and Energy Potential 
Investigation of a System Installed in an Office Building in Athens, Greece, Renewable Energy, 33 
(2008), 1, pp. 173-177 
[3] Bass, B., Baskaran, B., Evaluating Rooftop and Vertical Gardens as an Adaptation Strategy for Urban 
Areas, National Research Council Canada, Ottawa, Canada, 2003 
[4] Berghage, R. D., et al., Green Roofs for Stormwater Runoff Control, National Risk Management 
Research Laboratory, U.S. Environmental Protection Agency, Cincinnati, EPA/600/R-09/026, 2009 
[5] Friedrich, C. R., Principles for Selecting the Proper Components for a Green Roof Growing Media, 
Proceedings, 3rd North American Green Roof Conference: Greening Rooftops for Sustainable 
Communities, Washington DC, 2005, pp. 262-273 
[6] Kargas, G., et al., Water content Measurements of Green Roof Substrates Using Two Dielectric Sensors, 
HortTechnology, 23 (2013), 2, pp. 177-186 
[7] Tapia, N., et al., A New Method for Sensing Soil Water Content in Green Roofs Using Plant Microbial 
Fuel Cells, Sensors, 18 (2018), 1, 71 
[8] Morel, P., Michel, J.-C., Control of the Moisture Content of Growing Media by Time Domain 
Reflectometry (TDR), Agronomie, 24 (2004), 5, pp. 275-279 
[9] Robock, A., et al., The Global Soil Moisture Data Bank, Bulletin of the American Meteorological 
Society, 81 (2000), 6, pp. 1281-1299 
[10] Verstraeten, W. W., et al., Assessment of Evapotranspiration and Soil Water Content Across Different 
Scales of Observation, Sensors, 8 (2008), 1, pp. 70-117 
[11] Gardner, C. M., et al., Soil Water Content, in: Soil and Environmental Analysis: Physical Methods (Eds. 
K. A. Smith, C. E. Mullins,), 2nd ed. Marcel Dekker, New York, USA, 2001, pp. 1-64 
[12] Dobriyal, P., et al., A Review of the Methods Available for Estimating Soil Moisture and its 
Implications for Water Resource Management, Journal of Hydrology, 458-459 (2012), Aug., pp. 110-
117 
[13] Lunt, I. A., et al., Soil Water Content Estimation Using Ground Penetrating Radar Reflection Data, 
Journal of Hydrology, 307 (2005), 1-4, pp. 254-269 
Kostadinović, D. M., et al.: Smart Capacitive Moisture Sensor Calibration in … 1836 THERMAL SCIENCE: Year 2021, Vol. 25, No. 3A, pp. 1827-1836 
 
[14] Fuchs, A., et al., Using Capacitive Sensing to Determine the Water Content of Wood Pellets-
Investigations and Application, International Journal on Smart Sensing and Intelligent Systems, 2 
(2009), 2, pp. 293-308 
[15] Barrettino, D., et al., In-Line Capacitive Moisture Sensor for Polymer Industries, Conference Record - 
IEEE Instrumentation and Measurement Technology Conference, Minneapolis, Minn., USA, 2013 
[16] McIntosh, R. B., Casada, M. E, Fringing Field Capacitance Sensor for Measuring the Water Content of 
Agricultural Commodities, IEEE Sens. Journal, 8 (2008), 3, pp. 240-247 
[17] Casada, M. E., Armstrong, P. A., Wheat Moisture Measurement with a Fringing Field Capacitive 
Sensor, Proceedings, ASABE Annual International Meeting Sponsored, Providence, R. I., USA, 2008 
[18] Stephanie, E. B., van Iersel M. W, Morphology and Irrigation Efficiency of Gaura Lindheimeri Grown 
with Capacitance Sensor-Controlled Irrigation, Hortscience, 43 (2008), 5, pp. 1555-1560 
[19] Scudiero, E., et al., Simultaneous Monitoring of Soil Water Content and Salinity with a Low-Cost 
Capacitance-Resistance Probe, Sensors, 12 (2012), 12, pp. 17588-17607 
[20] Kizito, F., et al., Frequency, Electrical Conductivity and Temperature Analysis of a Low-Cost 
Capacitance Soil Moisture Sensor, Journal of Hydrology, 352 (2008), 3-4, pp. 367-378 
[21] Paltineanu, I. C., Starr, J. L, Real-Time Soil Water Dynamics Using Multisensor Capacitance Probes: 
Laboratory Calibration, Soil Science Society of America Journal, 61 (1997), 6, pp. 1576-1585 
[22] Dominguez-Nino J. M., et al., On the Accuracy of Factory-Calibrated Low-Cost Soil Water Content 
Sensors, Sensors, 19 (2019), July, 14 
[23] ***, SRPS EN ISO 12570:2009-Hygrothermal Performance of Building Materials and Products- 
Determination of Moisture Content by Drying at Elevated Temperature 
[24] Susha Lekshmi S. U., et al., A Critical Review of Soil Moisture Measurement, Measurement, 54 (2014), 
Aug., pp. 92-105 
 
Paper submitted: February 20, 2020 © 2021 Society of Thermal Engineers of Serbia.  
Paper revised: July 10, 2020 Published by the Vinča Institute of Nuclear Sciences, Belgrade, Serbia. 
Paper accepted: July 24, 2020 This is an open access article distributed under the CC BY-NC-ND 4.0 terms and conditions.  
